Stabilization of multiple metacarpal fractures: a new use for the Charnley toe-fusion clamp.
Surgery is often required to ensure adequate reduction and fixation of multiple fractures of the metacarpals. In order to stabilize metacarpal fractures with transverse Kirschner wire fixation, the authors have used a simple modification of the Charnley compression clamp designed for toe fusion.